[Case report: lumen obstruction with a Magill tube].
A case is reported where a reusable red rubber tube was obstructed by a plastic capsule. This capsule was part of a washing machine for cleaning of reusable anaesthetic equipment. As a consequence we recommend the examination for free passage of each endotracheal tube before use.